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Safe Irrigator Syringe: One Step Forward in Wound Cleansing
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Background: Wound healing process includes complex phases. Many studies have highlighted the importance of sterile wound washing 
in the healing process. Non-sterile wound cleansing could delay its healing and result in heavy costs for the health system.
Objectives: The purpose of this study was to assess the efficacy and applicability of a new designed device, Safe Irrigator Syringe, in wound 
washing.
Materials and Methods: This interventional study was conducted in the Infectious Disease Ward of the Imam Khomeini General Hospital. 
Twenty patients with wounds needing sterile washing and 10 medical interns enrolled in the study. Each intern performed wound washing 
for two patients using Safe Irrigator Syringe. After performing wound irrigation, an interview was performed to assess the applicability 
and efficacy of the new device and method.
Results: All of the interns stated that the new device is quite applicable for wound washing and is easy to handle. Nine interns believed 
that Safe Irrigator Syringe is superior to the conventional devices regarding efficacy and performer’s satisfaction, while one intern believed 
that it is similar to the conventional methods.
Conclusions: The designed Safe Irrigator Syringe seems to be applicable in wound irrigation and superior to the conventional devices 
regarding efficacy and user comfort.
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1. Background
Wound healing includes several consecutive and com-

plex phases (1). Many studies validate the positive role 
of sterile wound washing in its healing process (2). 
Non-sterile techniques for wound cleansing can cause 
delay in healing process and result in heavy costs for 
health systems (3). As mentioned in the previous stud-
ies, wound infection costs heavily in many countries (3-
5). For instance, in the United States of America, 290485 
cases of wound infections occur annually and each of 
them costs $ 25546 on average for the health system 
(4). The estimated investment for wound infectious 
management was reported to be over $ 7 million annu-
ally in the United States and unfortunately about 13000 
patients die due to wound infection (4). It seems that 
sterile and pressurized washing of wounds can shorten 
the healing time (6). Usually, a fluid is used to remove 
exudates, debris, foreign body, and necrotic tissue. This 
procedure is necessary for wound healing (7). Different 
types of wound cleansing methods and agents were 
introduced recently to provide more effective ways for 
wound washing (2). Furthermore, pressurized wound 
irrigation have better outcomes in comparison with 
swabbing methods (6). 

Lack of a cost-effective and user-friendly device for 
wound irrigation is noteworthy in our country, Iran. 

Health care providers in Iran use sterile packs, includ-
ing a sterile receiver and a number of surgical devices, 
which may not be necessary for sterile wound washing. 
The purpose fluid for wound washing should be poured 
in the receiver and the performer wearing sterile gloves 
uses a sterile gavage syringe and the fluid to irrigate the 
wound. The receiver has limited capacity and should be 
refilled several times. As the performer's hands have to re-
main sterile, another person whose hands are not sterile 
is needed for refilling the receiver. So, two healthcare pro-
viders should simultaneously take part in wound irriga-
tion. Another problem with this technique is extra devic-
es in the sterile pack, which serve no purpose in wound 
washing process. The repacking and re-sterilization of 
these extra devices are costly and time consuming. Also, 
the lack of isolated system, which delivers sterile fluid 
directly from the container to the wound could increase 
the risk of unsterile condition (1). As mentioned earlier, 
unsterile wound irrigation could increase the risk of in-
fection and wound healing impairment (1, 6).

To our knowledge, there is no specific instrument for 
wound irrigation, which could directly deliver wash-
ing liquid (e.g. normal saline) from the container to the 
wound. We designed a syringe to perform single hand-
edly sterile washing process, which let the performer to 
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explore the wound by the other hand. Furthermore, we 
believe that by using this device, wound irrigation could 
be performed by only one medical staff. This device could 
possibly be a replacement for extra devices used together 
for sterile wound washing.

2. Objectives
This study was designed to assess the advantages of this 

device in comparison with old washing methods, which 
are now routinely used in our hospitals. Opinions of 
health care providers about applicability and easement 
of using the device was evaluated as the goal of this study.

3. Materials and Methods

3.1. Study Design
This pilot study was conducted by 10 interns in Infec-

tious Ward of Imam Khomeini General Hospital, Tehran, 
Iran. They were asked to irrigate at least two different 
wounds with the new device and their satisfaction was 
evaluated through interview. All interns had experiences 
of wound irrigation using old methods before their par-
ticipation in this study. Totally, 20 patients suffering from 
wounds needing sterile washing participated in our 
research. Study details and the new device and method 
were completely explained to both interns and patients 
before receiving informed consents. Before performing 
wound washing by the interns, working with the device 
was explained to them.

Health care providers for performing wound irrigations 
selected from interns of both sexes. They had to pass at 
least 6 months of their internship periods to be familiar 
with the routine wound cleansing methods with better 
judgment and perception. Interns with no background 
of wound irrigation or having less than 6 months elapsed 
of their internship periods were excluded as well.

3.2. Procedure and Techniques
Safe Irrigator Syringe was produced after finishing legal 

registration of the invented patent at State Organization 
for Registration of Deeds and Properties of Islamic Re-
public of Iran (8). As shown in Figure 1, the device consists 
of a 60-mL gavage syringe, which is the main part of the 
device, 2 pieces of one-sided valves to conduct the fluid in 
only one direction by pulling or pushing pressure, and 
3 pieces of rings for comfortable fingers positioning and 
possible one-handed application. The described device 
connects to a serum container through a newly designed 
plastic hose and a spiky connector, which supply an ap-
propriate flow for the washing fluid. Handmade syringes 
were sterilized using plasma sterilization method. Thus 
Safe Irrigator Syringe is a polymer based device, steriliza-
tion in relatively low temperatures (≤ 50°C) was neces-
sary to preserve integrity of the device (9).

By pulling the piston back, the fluid is conducted 

through the one-sided valve (the arrow) from the serum 
container to the syringe. At the same time, the other 
one-sided valve positioning at the tip of the syringe ob-
structs the entrance of air into the syringe. Conversely, 
as the piston is pushing forward, the first one-sided 
valve (the arrowed one) blocks the fluid to flow back 
through the plastic hose while the fluid flows through 
the one-sided valve at the tip of the syringe and provide 
adequate pressurized wound irrigation. Also, in our 
method, liquid column pressure facilitates delivering 
the fluid from the container to the syringe and limits 
hands disturbance and discomfort. This occurs because 
the normal saline container is hanged at least one meter 
above the syringe level.

Figure 1. Safe Irrigator Syringe

3.3. Data Collection
After two times using the Safe Irrigator Syringe by each 

intern, the data about the comparison of the new meth-
od and old method were collected through interview. 
The participants were asked about the followings items: 
1) applicability of the new device in wound irrigation, 2) 
possibility of filling and emptying the syringe with one 
hand, 3) possibility of maintaining sterile during wound 
irrigation, 4) possibility of performing wound irrigation 
alone, and 5) efficacy and difficulty of the new method in 
comparison to the old one from their point of view.

4. Results
Study population consisted of 10 medical interns (6 fe-

males and 4 males) selected from students of Tehran Uni-
versity of Medical Sciences. After wound irrigation using 
the designed device, all participants stated that Safe Irri-
gator Syringe is quite applicable in wound washing. All 
of them said that one-handed usage of the device as well 
as maintaining sterile condition was possible during 
wound washing. Nine participants believed that the new 
method is superior to the conventional method; as the 
new method was more effective and less difficult. Only 
one of the participants believed that there was no con-
siderable difference between the new and other methods 
regarding the efficacy and difficulty of the procedure. 
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5. Discussion
In conclusion, Safe Irrigator Syringe is an applicable de-

vice in wound irrigation for health care providers. Also, 
using the device by one hand was possible, which made 
the other hand free for occasional wound exploration and 
cleaning. Ability to explore the wound size, wound depth, 
foreign bodies, debris, wound bed, and nearby areas is 
beneficial for healing process (1, 10). Ability of the device 
to provide effective wound irrigation in a sterile condi-
tion was confirmed by most of participants. Decreasing 
the difficulty of the task is one of the other positive points 
remarked by most of the participants. The easement of 
the performance can be more tangible in hospitals and 
wards with high patient turnover like Imam Khomeini 
General Hospital. To our knowledge, there was no similar 
device for doing this task before, at least in our country.

As demonstrated in previous studies, pressurized 
wound irrigation as well as wound cleansing could re-
duce wound infection (1, 6). Although different opinions 
exist about sterile or non-sterile fluid for wound cleans-
ing, at least for deep injuries in which tendons or bones 
are exposed, tap water or any other non-sterile fluids are 
not recommended (2). On the other hand, many studies 
still believe in only sterile fluid usage during irrigation 
for various types of wounds (1). For example, Commis-
sion for Hospital Hygiene and Infection Prevention of the 
Robert Koch institute, Germany, recommended the use of 
sterile cleansing liquid for wound washing (1). Also, the 
German law on the prevention of infection has the same 
belief (1). Therefore, keeping sterile condition in wound 
washing seems to be beneficial. Safe Irrigator Syringe 
possesses an isolated system, which delivers the sterile 
liquid directly to the injured site. Additionally, it is shown 
that pressurized wound cleansing decreases the period 
of wound healing in comparison to swabbing method 
(6). As mentioned, Safe Irrigator Syringe provides pres-
surized wound washing too.

Generally, the requirements of an appropriate wound 
cleansing method are as follows (1):

1. Reasonable cost,
2. Easy application,
3. Sterile condition,
4. Nontoxic materials,
5. Appropriate temperature of the washing liquid.
Our device is made of plastic that makes it disposable 

and its sterilization is possible by Plasma Sterilization 
technique (9). As irrigating wound is performed to re-
duce burden and costs (4), the economic aspects of the 
device production should be mentioned too. Simplicity of 
the primary materials can be counted as an outstanding 
point. Easy application of the device was approved by the 

performers in this study. They claimed that keeping ster-
ile condition was possible during the task. This device can 
be used with any fluid or detergents; however, the current 
study performed by using normal saline for wound irriga-
tion. As the serum container had the same temperature 
as the room temperature, thermal mismatch between pa-
tients body and the washing liquid is unlikely. 

The current pilot study designed to evaluate perform-
ers’ satisfaction, and feasibility of the device. Future stud-
ies are needed to evaluate other aspects of this product. 
For example, costs of production and sterilization of this 
syringe could be compared to the traditional methods. 
To estimate the device role in reducing infection rate and 
facilitating wound healing process, randomized clinical 
trials are needed too. Satisfaction and comfort of the pa-
tients is the other purpose for future investigations.
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